The occurrence of evoked oto-acoustic emissions in a normal adult population and neonates.
In our study, 71 normal-hearing ears from adults and 39 from neonates (n = 110) were tested by the advanced echo test technique devised and described by Kemp (ILO 88). Almost all ears (97% and 95%) showed emissions. This material is convenient for clinical routine in adults and for neonatal screening.